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XIX. Defer iptioti of a ftmpk Micrometer for me afuring fmall 
Angles with the Tele/cope. By Mr. Tiberius Cavallo, 




Read June 2, 179 1. 

HE various telefcopical micrometers, or machines which 
have been conftru&ed for the meafurement of fmall 
angles, may be divided into two claffes ; namely, thofe which 
have not, and thofe which have, feme movement amongft 
their parts. The micrometers of the former fort confift moftly 
of fine wires, or hairs, varioufly difpofed, and fituated within 
the telefcope, juft where the image of the objedl is formed. 
In order to determine an angle with thofe micrometers, a good 
deal of calculation is generally required. The micrometers of 
the other fort, of which there is a great variety; fome being 
made with moveable parallel wires, others with prifms, others 
again with a combination of lenfes, and fo on ; are more or 
lefs fubje£t to feveral inconveniences, the principal of which 
are the following. ift, Their motions generally depend 
upon the a&ion of a fcrew, and of courfe the imper- 
fections of its threads, and the greater or lefs quantity of loft 
motion* which is obfervable in moving a fcrew, efpecially 
when fmall, occafion a confiderable error in the menfuration of 
angles, adly, Their complication and bulk renders them dif- 
ficultly applicable to a variety of telefcopes, efpecially to the 
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pocket ones. sdly, They do not meafure the angle without 
fome lofs of time, which is neceffary to turn the fcrew, or to 
move fome other mechanifm. 4thly, and laftly, They are 
confiderahly expenfive, fo that fome of them coft even more 
than a tolerably good telefcope. 

After having had long in view the conftru&ion of a micro- 
meter, which might be in part at leaft, if not intirely, free from 
all thofe objections ; and, after various attempts, I at laft fuc- 
ceeded with a Ample contrivance, which, after repeated trials, 
has been found to anfwer the defired end, not only from my 
own experience, but from that alfo of feveral friends, to whom 
it has been communicated. 

This micrometer, in fhort, confifts of a thin and narrow 
flip of mother of pearl finely divided, and fituated in the focus 
of the eye-glafs of a telefcope, juft where the image of the 
objeft is formed. It is immaterial whether the telefcope be a 
refra£lor or a reflector, provided the eye glafs be a convex lens, 
and not a concave one, as in the Galilean conftrudtion. 

The fimpleft way of fixing it is to flick it upon the dia- 
phragm, which generally ftands within the tube, and in the 
focus of the eye-glafs. When thus fixed, if you look through 
the eye-glafs, the divifions of the micrometrical fcale will ap- 
pear very diftinft, unlefs the diaphragm is not exa&ly in the 
focus ; in which cafe the micrometrical fcale muft be placed 
exa&ly in the focus of the eye-glafs, either by pufhing the 
diaphragm backwards or forwards, when that is pra&icable ; 
or elfe the fcale may be eafily removed from one or the other 
furface of the diaphragm by the interposition of a circular 
piece of paper or card, or by a bit of wax. This conftruaion 
is fully fufficient when the telefcope is always to be ufed by 
the fame perfon ; but when different perfons are to ufe it, then 
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the diaphragm, which fupports the micrometer, muft be con- 
ftrudted fo as to be eafily moved backwards or forwards, though 
that motion needs not be greater than about a tenth or an 
eighth of an inch. This is neceffary, becaufe the diftance of 
the focus of the fame lens appears different to the eyes of dif- 
ferent perfons, and therefore, whoever is going to ufe the tele- 
fcope for the menfuration of any angle, muft firft of all un- 
fcrew the tube, which contains the eye-glafs and micrometer, 
from the reft of the telefcope, and, looking through the eye- 
glafs, muft place the micrometer where the divifions of it may 
appear quite diftindt to his eye. 

In cafe that any perfon fhould not like to fee always the 
micrometer in the field of the telefcope, then the microme- 
trical fcale, inftead of being fixed to the diaphragm, may be 
fitted to a circular perforated plate of brafs, wood, or even 
paper, which may be occasionally placed upon the faid dia- 
phragm. 

I have made feveral experiments to determine the mod ufe- 
ful fubftance for this micrometer. Glafs, which I had fuc- 
cefsfully applied for a fimilar purpofe to the compound micro- 
fcope, feemed at firft to be the moft promifing ; but it was at 
laft rejedhd after feveral trials : for the divifions upon it gene- 
rally are either too fine to be perceived, or too rough ; and 
though with proper care and attention the divifions may be 
proportioned to the fight, yet the thicknefs of the glafs itfelf 
obftrudts in fome meafure the diftindl view of the objedt. 
Ivory, horn, and wood, were found ufelefs for the confti no- 
tion of this micrometer, on account of their bending, fwel- 
ling, and contradting very eafily ; whereas mother of pearl is 
a very fteady fubftance, the divifions upon it may be marked 

very- 
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very eafily* and, when it is made as thin as common writing 
paper, it has a very ufeful degree of tranfparency. 

Tab. VIII. fig. i. exhibits this micrometer fcale, but 
fhews it four times larger than the real fize of one, which 
I have adapted to a three-feet achromatic telefcope, that 
magnifies about 84 times. It is fomething lefs than the 
r>-4th part of an inch broad; its thicknefs is equal to that of 
common writing paper; and the length of it is determined 
by the aperture of the diaphragm, which limits the field of 
the telefcope. The divilions upon it are the 20odths of an 
inch, which reach from one edge of the fcale to about the 
middle of it, excepting every fifth and tenth divifion, which 
are longer. The divided edge of it paffes through the center 
of the field of view, though this is not a neceflary precaution 
in the conftru£tion of this micrometer. Two divifions of the 
above defcribed fcale in my telefcope are very nearly equal to 
one minute; and as a quarter of one of thofe divifions may be 
very well diftinguifhed by estimation, therefore an angle of 
one-eighth part of a minute, or of y"% 9 may be meafured 
with it. . 

When a telefcope magnifies more, the divifions of the mi- 
crometer muft be more minute; and I find, that when the 
focus of the eye-glafs of the telefcope is fhorter than half an 
inch, the micrometer may be divided with the 5oodths of an 
inch ; by means of which, and the telefcope magnifying about 
200 times, one may eafily and accurately meafure an angle 
imaller than half a fecond. 

On the other hand, when the telefcope does not magnify 
above 30 times, the divifions need not be fo minute : for in- 
fiance, in one of Dollond's pocket telefcopes, which when 
drawn out for ufe, is about 14 inches long, a micrometer with 

the 
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the hundredths of an inch is quite fufficient, and one of its 
divifions is equal to little lefs than three minutes, fo that an 
angle of a minute may he meafured by it. 

In looking through a telefcope, furnifhed with fuch a micro* 
meter, the field of view appears divided by the micrometer 
fcale, the breadth of which occupies about one-feventh part of 
the aperture, and as the fcale is femitranfparent, that part of 
the object, which happens to be behind it, may be difcerned 
fufficiently well to afcertain the divifion, and even the quarter 
of a divifion, with which its borders coincide. Fig. 2. fhews 
the appearance of the field of my telefcope with the micro- 
meter, when dire&ed to the title page of the Philofophical 
Tranfa&ions, wherein one may obferve that the thicknefs of 
the letter C is equal to three-fourths of a divifion, the dia- 
meter of the O is equal to three divifions, and fo on. 

At firffc view one is apt to imagine that it is difficult to 
count the divifions which may happen to cover or to meafurc 
an obje£t; but upon trial it w T ili be found, that this is readily 
performed ; and even people, who have never been ufed to 
obferve with the telefcope, foon learn to meafure very quickly 
and accurately with this micrometer; for, fince every fifth and 
tenth divifion is longer than the reft, one foon acquires the 
habit of faying five, ten, fifteen, and then, by adding the 
other divifions lefs than five, completes the reckoning. Even 
with a telefcope, which has no ftand, if the objed end of it 
be refted againft a fteady place, and the other end be held by 
the hand near the eye of the obferver, an obje£l may be mea-< 
fured with accuracy fufficient for feveral purpofes, as for the 
eftimation of fmall diitances, for determining the height of a 

houfe, &c« 
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After having conftru£ted and adapted this-, micrometer to tile 
telefcope, it is then neceffary to afcertain the value of the divi- 
fions. It is hardly neceffary to mention in this place, that 
though thofe divifions tneafure the chords of the angles, and 
not the angles or arches themfelves, and the chords are not as 
the arches, yet it has been fliewn by all the trigonometrical 
writers, that in fmall angles the chords, arches, fines, and 
tangents, follow the fame proportion fo very nearly, that the 
very minute difference may be fafely neglected : fd* that if one 
divifion of this micrometer is equal to one minute, we may 
fafely conclude, that two divifions are equal to two minutes, 
three divifions to three minutes, and fo on. There are various 
methods of afcertaining the value of the divifions of fuch a mi- 
crometer, they being the very fame that are ufed for, afcertaining 
the value of the divifions in other micrometers. Such are the 
paffage of an equatorial ftar over a certain number of divifions 
in a certain time, the meafuring of the diameter of the fun, 
by computation from the focal diftance of the object, and other 
lenfes of the telefcope, the laft of which, however, is fubjed: 
to feveral inaccuracies ; but as they are well known to aftro- 
nomical perfons, and have been defcribed in many books, need 
not be farther noticed in this Paper. However, for the fake of 
workmen and other perfons not converfant in aftronomy, . I 
(hall defcribe an eafy and accurate method of afcertaining the 
value of the divifions of the micrometer. 

Mark upon a wall, or other place, the length of fix inches, 
which may be done by making two dots or lines fix inches 
afunder, or by fixing a fix-inch ruler upon a fland ; then place 
the telefcope before it fo that the ruler or fix-inch length may 
be at right angles with the direction of the telefcope, and ju(t 
57 feet 3I inches diftant from the obje£t-glafs of the telefcope: 
this done, look through the telefcope at the ruler or other 

extenfioa 
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«Xtenfion of fix inches, and obferve how many divifions of 
the micrometer are equal to it, and that fame number df divi- 
fions is equal to half a degree, or ipf ; and this is all that 
needs be done for the required determination ; the reafon of 
which is, becaufe an extenfion of fix inches fubtends an angle 
of 30' at the diflance of 57 feet 3I inches, as may be eafilj 
calculated by the rules of plane trigonometry. 

In one of Dollond's 14- inch pocket telefcopes* if the divi- 
sions of the micrometer be the hundredths of an inch, 1 if of 
thofe divifions will be found equal to 30% dr 23 to a degree. 

When this value has been once afcertained, any other angle 
meafured by any other number of divifions is determined by 
the rule of three* Thus, fnppofe that the diameter of the 
fun, feeii through the fame telefcope* be found equal to 13 
divifions, fay as 11$ divifions are to 36 minutes, fo are iz 

divifions to f 12 X3 ° ~) 31 ',3* which is the required diameter 

of the fun. 

Notwithstanding' the facility of this calculation, a fcale may 
be made anfwering to the divifions of a micrometer, which 
will Shew the angle correfponding to any number of divifions 
to mere infpe&ion. l 4 hus, for the above-mentioned fmall 
telefcope the ftale is reprefented in fig. 3. AB is a line drawn 
at pleafure ; it is then divided into 23 equal parts, and thofe 
divifions, which reprefent the divifions of the micrometer that 
are equal to one degree* ate marked on one fide of it; The: 
line then is divided again into 60 equal parts, which are marked 
on the other fide of it; and thefe divifions reprefent the mi- 
nutes which eorrefpond to the divifions of the micrometer i 
thus the figure Chews, that fix divifions of the micrometer are 
equal to 15I minutes, ti\ divifions are nearly equal to 2$ 

Vol, LXXXI. Q q minutes, 
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"minutes, &c. What has been faid of minutes may be faid of 

» .. ■ _ 

feconds alfo, when the fcale is to be applied to a large 
telefcope. 

Thus far this micrometer, and its general ufe, have been 
fufficiently defcribed, and mathematical perfons may eaiily 
apply it to the various purpofes to which micrometers have 
been found fubfervient. But as the fimplicity, eheapnefs, and 
at the fame time the accuracy of this contrivance, may render 
the ufe of it much more general than that of any other ml* 
crometer; and I may venture to fay, that it will be found 
very ufefui in the army, and amongft fea-faring people, for the 
determination of diftances, heights, &c, ; I fliall therefore fub* 
join fome pra&ical rules to render this micrometer ufefui to per- 
fons unacquainted with trigonometry and the ufe- of logarithms*. 
* Problem I, The angle, not exceeding one degree,, which 
is fubtended by an exteniion of one foot being given,, to find 
its diftance from the place of cbfervation. 

N. B* This exteniion of one foot, or any other which may 
be mentioned hereafter, mull be perpendicular to the diredkioii. 
of the. telefcope through which it is obferved* The diftances 
are reckoned from the objedt-glafs of the telefcope, and the 
anfwers obtained by the rules of this problem, though not 
exactly true, are however fo little different from the truth,., 
that the difference feldom amounts to more than two or three 
inches* which may be fafely neglected* 

Rule 1, If the angle be expreffed in minutes, fay ? as the 
given angle is to 60, fo is 687,55 to a: fourth proportional* 
which gives the anfwer in inches. 

2. If the angle be expreffed in feconds, fay, as the given 
angle is to 3600, fo is 687,55 to a fourth proportional, whicli 
exprefies the anfwer in inches* 

4 3 °* 
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3. IF the angle be exprefled m minutes and feconds, turn 
it all into feconds, and proceed as above. 

Example. At what diftance is. a globe of one foot in diame* 
ter when it fubtends an angle of two feconds ? 

000 :: 087,55 : ** — '-£- = 1237590 inches, or 

I03132I feet, which is the anfwer required. 

This calculation may be fhortened ; for fince two of the 
three proportionals are fixed, their produdt in the firft cafe is 
41253, and in the other two cafes is 2475180 ; fo that in the 
firft cafe, viz, when the angle is exprefled in minutes, you 
need only divide 41253 by the given angle ; and in the other 
two cafes, viz. when the angle is exprefled in feconds, divide 
2-4*75 1 80. by the given angle, and the quotient in either cafe is 
the anfwer in inches, 

.Problem .II. The angle, not exceeding one degree, which is 
fubtended by any known extenlion, being given, to find its 
diftance from the place of obfervation. 

Rule. Proceed as if the extension were of one foot by Pro- 
blem I. and call the anfwer B; then, if the extenfion in. 
queftion be exprefled in inches, fay, as 12 inches are to that 
extenfion, fo is B to a fourth proportional, which is the anfwer 
in inches ; but if the extenfion in queftion be exprefled in feet, 
then you need only multiply it by B, and the produd is the 

anfwer in inches." 

Example, At what diftance is a man, fix feet high, when 
lie appears to fubtend an angle of 30". 

By Problem I. if the man were one foot high, the diftance 
would be 82506 inches ; but as he is fix feet high, therefore mul- 
tiply 82506 by 6, and the product gives the required diftance, 

which is 495036 inches, of 4 "53 feet 

Q q % For 
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For greater conveniency, efpecially in travellings or in fucfx 
circumftances in which one has not the opportunity of making 
even the eafy calculations required in thofe problems, I have 
calculated the following two tables ; the firft of which fhews 
the diftance anfwering to any angle from one minute to one. 
degree, which is fubtended by an extension of one foot ; and 
the fecond table (hews the diftance anfwering to any angle from 
one minute to one degree, which is fubtended by a man, the 
height of which has been called an extenfion of fix feet ; be- 
caufe, at a mean, fuch is the height of a man when dreffed 
with hat and (hoes on. Thefe tables may be tranfcribed on a 
card, and may be had always ready with a pocket telefcope 
furnifhed with a micrometer. Their ufe is evidently to afcer- 
tain diftances without any calculation ; and they are calculated 
only to minutes, becaufe with a pocket telefcope and micro- 
meter it is not poffible to meafure an angle more accurately 
than to a- minute. 

. Thus, if one wants to meafure the extenfion of a ftreet^ 
let a foot ruler be placed at the end of the ftreet \ meafure the 
angular appearance of it, which fuppofe to be 36', and in the 
table you will have the required diftance againft 36', which is 
95 1 feet. Thus alfo a man, who appears to be ,49' high, is- 
at the diftance of 421 feet* 
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Angles fubtended by an extenfion of one foot at different 

diftances* 
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Angles fubtended hy an externum of fix feet at different 

diftances* 
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